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Abstract 

Objctives: This work aimed to statistically compare the metabolite quantification of human 

brain magnetic resonance spectroscopy (MRS) between the deep learning method QNet and 

the classical method LCModel through an easy-to-use intelligent cloud computing platform 

CloudBrain-MRS. 

Materials and Methods: In this retrospective study, two 3 T MRI scanners Philips Ingenia 

and Achieva collected 61 and 46 in vivo 1H magnetic resonance (MR) spectra of healthy 

participants, respectively, from the brain region of pregenual anterior cingulate cortex from 

September to October 2021. The analyses of Bland-Altman, Pearson correlation and 

reasonability were performed to assess the degree of agreement, linear correlation and 

reasonability between the two quantification methods. 

Results: Fifteen healthy volunteers (12 females and 3 males, age range: 21-35 years, mean 

age ± standard deviation = 27.4 ± 3.9 years) were recruited. The analyses of Bland-Altman, 

Pearson correlation and reasonability showed high to good consistency and very strong to 

moderate correlation between the two methods for quantification of total N-acetylaspartate 

(tNAA), total choline (tCho), and inositol (Ins) (relative half interval of limits of agreement = 

3.04%, 9.3%, and 18.5%, respectively; Pearson correlation coefficient r = 0.775, 0.927, and 

0.469, respectively). In addition, quantification results of QNet are more likely to be closer to 

the previous reported average values than those of LCModel. 

Conclusion: There were high or good degrees of consistency between the quantification 

results of QNet and LCModel for tNAA, tCho, and Ins, and QNet generally has more 

reasonable quantification than LCModel. 
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1. Introduction 

Magnetic resonance (MR) spectroscopy (MRS) is widely used to measure the concentration 

of brain metabolites [1], and changes in concentration reflect neurological disorders [2-4]. 

Reliable MRS quantification [1,5,6] will be greatly helpful for correct clinical diagnosis. The 

widely used classic method LCModel analyzes in vivo spectrum as a Linear Combination of 

Model spectra of metabolite solutions in vitro, which improves the fitting accuracy [7-11].  

Recently, deep learning has been used in the MR field for fast signal reconstruction, 

denoising, and metabolite quantification [12-21]. However, one of its bottlenecks is the 

difficulty acquiring enough training data due to lengthy and expensive measurement, or even 

worse, the ground-truth labels, such as metabolite concentrations of in vivo, are unavailable. 

An effective solution to this problem is synthetic data. Huge amount of physics-driven 

synthetic data can be produced without cost through physical evolution or analytical models 

to train neural network. Deep learning MR methods have achieved good performance of high 

quality and reliability with synthetic data [18,21-23]. Synthetic data learning has been 

evidenced powerful for MRS in denoising, baseline removal, and quantification, etc [24-26]. 

Among these deep learning methods which resort to synthetic data to train network, for 

instance, QNet [21] is a state-of-the-art method that incorporates the conventional least square 

concentration estimation into deep learning scheme to greatly improve the model 

generalization, even though, application of QNet to clinical data requires careful 

investigation. 

To use a quantification method independent from a platform, no matter LCModel or QNet, 

users need to have specialized knowledge of MRS, know how to code, install the program and 
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its dependencies, and configure the program environment, etc., which greatly increases the 

difficulty to use them [9,27]. What is more, the subsequent analysis, such as statistical 

analysis and plotting figures, usually involves many steps that are cumbersome and 

time-consuming, if all steps are done manually. These inconveniences could be handled well 

with a cloud computing platform [28-30]. As an intelligent cloud computing platform for 

MRS, CloudBrain-MRS [28] integrates both QNet and LCModel to provide both 

quantification and statistical results after simple setup, saving all the cumbersome steps with a 

highly efficient workflow. 

In this work, through CloudBrain-MRS, we assess the consistency, and compare the 

reasonability, and assess the correlation of the MRS quantification results between QNet and 

LCModel with MRS data of healthy subjects. 

 

2. Materials and methods 

2.1. Participant overview 

The protocol of this retrospective study was approved by the Hospital Institutional Review 

Board of the First Affiliated Hospital of Xiamen University, and written informed consent was 

obtained from all the volunteers prior to the experiments. Fifteen healthy volunteers (12 

females and 3 males, age range: 21-35 years, mean age ± standard deviation (SD) = 27.4 

± 3.9 years) were recruited. All the volunteers were physically healthy and had no mental 

illnesses and self-reported no history of head trauma, substance abuse or dependence, or 

neurological disorders. Two 3 T MRI scanners, Philips Ingenia and Achieva, were used to 

scan each subject repeatedly on different days to collect in vivo MRS spectra from the brain 
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region of pregenual anterior cingulate cortex (pgACC) at the First Affiliated Hospital of 

Xiamen University from September to October 2021. The spectra of poor visual quality are 

excluded. Finally, 61 and 46 in vivo MRS spectra from Philips Ingenia and Philips Achieva, 

respectively, were used in this study. 

2.2. MRS data acquisition 

A Philips Ingenia and a Philips Achieva 3T MR whole-body scanner with an 8-channel 

head coil were used to acquire single voxel data. The fast spin-echo sequence was adopted to 

acquire T1-weighted brain images for positioning the pgACC voxel, and the single voxel 

PRESS pulse sequence "svs_press" was used to acquire MR spectra with an excitation 

module for water suppression. The pulse sequence parameters are as follows: TR = 2000 ms; 

TE = 35 ms; bandwidth = 2000 Hz; number of points = 1024; number of averages = 128; VOI 

= 20 mm×20 mm×20 mm. 

2.3. Data processing on the platform CloudBrain-MRS 

After the MRS data were gathered from the MRI scanners, the convenient platform 

CloudBrain-MRS was utilized to perform the quantification of the metabolite concentrations 

with both QNet and LCModel, and together with the reasonability analysis of both methods 

and the consistency analysis between the two methods in the meanwhile. This can be done 

just by simple setup and choosing “consistency analysis” on the panel of CloudBrain-MRS 

(Fig. 1). The fitting spectra of both methods can be showed on CloudBrain-MRS to check 

whether their fittings are good with small residual (Fig. 2). 

2.4. Statistical analysis of consistency, Pearson correlation and reasonability  

To assess the degree of agreement between the two MRS quantification methods QNet and 
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LCModel in quantifying brain metabolite concentrations, the Bland-Altman analysis [31] was 

integrated in CloudBrain-MRS to show the differences and 95% limits of agreement (LoA). 

Specifically, CloudBrain-MRS first calculates the difference between each pair of values 

from two methods of a sample, and the normality of the differences is examined by 

Shapiro-Wilk (SW) test. If the differences are normally distributed, that is, the p-value of the 

SW test is larger than 0.05, then the SD of the differences can be used to define the limits of 

agreement (LoA), and Bland-Altman analysis then can applied to reliably assess the degree of 

agreement between the two methods [31]. 

The mean of the differences, i.e. bias, reflects the systematic difference between the two 

methods. 95% LoA is calculated as the mean ± 1.96×SD of the differences [31], thus, half 

interval of LoA equals 1.96 SD of the differences. The smaller the better for both bias and the 

interval of LoA. In this study, the average of the two methods of a sample, denoted as average, 

is used as a reference to assess the levels of both the systematic difference and the interval of 

LoA of the two methods. That is, relative bias (bias/average) and relative half interval of LoA 

(1.96 SD of differences/average) are used to represent the systematic bias and the difference 

interval, respectively.  

Along with Bland-Altman analysis, Pearson correlation coefficient is used to measure the 

linear association between the concentrations estimated by the two methods. 

Box-plot of the estimated concentrations is used to show the reasonability of the 

quantification result with the metabolite level ranges reported from the literature [32]. 

We focus on the analysis of the relative concentrations of the following five major 

metabolites: (1) total N-acetylaspartate (tNAA) = N-acetyl aspartate + N-acetyl aspartyl 
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glutamate, (2) total choline (tCho) = free choline + glycerophosphorylcholine + 

phosphorylcholine, (3) Glx = glutamate + glutamine, (4) inositol (Ins), aka myo-inositol (mI), 

and (5) glutathione (GSH). For relative concentration, total creatine (tCr), i.e. creatine + 

phosphocreatine, is used as a reference. 

 

3. Results 

3.1. Analyses of Bland-Altman and Pearson correlation 

In this study, the consistency between QNet and LCModel for the quantification of the 

relative concentrations of five major metabolites (tNAA/tCr, tCho/tCr, Glx/tCr, Ins/tCr, and 

GSH/tCr) in the human brain was assessed through the analyses of Bland-Altman (Fig. 3-4 

and Tables 1-3). Meanwhile, the linear association was assessed by the Pearson correlation 

coefficient (Tables 1-3). 

For the data gathered from Philips Ingenia (Fig. 3 and Table 1), the relative half intervals of 

LoA are quite small for tCho (7.45%), and small for tNAA (12.64%) and Ins (19.19%), which 

demonstrates that there are high or relatively high degrees of agreement between QNet and 

LCModel in quantification of tNAA, Ins, and tCho. Likewise, the Pearson correlation 

coefficients (r) statistically (p < 0.01) demonstrate the linear correlation between the two 

methods are strong for tCho (0.893) and for tNAA (0.767) and moderate for Ins (0.502). 

Table 1 also shows that, with the mean concentration of the both methods of the sample as 

the reference, the relative biases are quite small for tNAA (1.74%) and Ins (3.74%), and small 

for tCho (10.03%), which means the systematic differences between QNet and LCModel are 

small for the three metabolites. 
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For the data gathered from Philips Achieva (Fig. 4 and Table 2), the results are similar. The 

relative half intervals of LoA are quite small for tCho (4.76%), and small for tNAA (9.26%) 

and Ins (15.91%), and the Pearson correlation coefficients (r) demonstrate the linear 

correlation between the two methods are strong for tCho (r = 0.943) and for tNAA (r = 0.811) 

and moderate for Ins (r = 0.418) all with p < 0.01.  

Similarly, Table 2 also shows that, the relative biases are quite small for tNAA (4.02%), 

and small for Ins (8.63%) and tCho (9.34%), which means the systematic differences between 

QNet and LCModel are small for the three metabolites. 

When the data from the two scanners are put together to perform the analysis, and in order 

to obtain the normal distribution of the differences, 8 spectra from Philips Ingenia were 

discarded, that is, only 53 spectra from Philips Ingenia and all the 46 spectra from Philips 

Achieva were used. The results are similar as well (Table 3). 

3.2. Reasonability analysis 

Boxplots along with the previous reported metabolite level ranges were used to assess the 

reasonability of metabolite concentrations quantified by QNet and LCModel with all the 

spectra acquired by both the scanners (Fig. 5). Figure 5 shows that, according to the normal 

ranges of metabolite concentrations reported in the literature [32], QNet is more reasonable in 

general. Specifically, for tCho, Glx and GSH, the boxes of the QNet are closer to the mean 

values than those of LCModel; and for tNAA and Ins, the two methods are almost the same. 

What is more, for QNet, the concentrations of all metabolites except GSH are within the 

normal ranges, while for LCModel, a small part of points of tCho and Glx, besides most 

points of GSH, are outside the ranges. 
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4. Discussion 

In this study, the SW normality test of the differences between the two methods, QNet and 

LCModel, was performed to ensure the Bland-Altman analysis is valid to assess the degree of 

agreement of the two methods in quantifying the metabolites in the human brain. The smaller 

the range of LoA, the better the agreement is. However, Bland-Altman analysis only define 

the intervals of agreement, it does not say whether those limits are acceptable or not [33]. 

Acceptable limits must be defined a priori, based on clinical necessity, biological 

considerations or other goals [33]. In this study, there is no pre-defined value for the 

maximum acceptable difference. Meanwhile, the true values cannot be obtained in this study, 

and the mean of the two measurements are the best estimate we have. Therefore, in this study, 

the average metabolite concentration of the two methods of all the points in a sample was 

used as a reference to assess how large the systematic difference and the interval of LoA are. 

Bland-Altman analysis shows that, the systematic difference, in term of the ratio of bias (i.e. 

the average differences) to the average concentration of the two methods are very small (up to 

5%) for tNAA, and small (up to 10%) for Ins and tCho, but large (about 40%) for GSH and 

the largest (up to about 60%) for Glx. However, even if there is a consistent systematic bias, it 

is a simple matter to adjust by subtracting the mean difference from the measurements. 

After the systematic difference is removed, the two methods can be exchangeable if the 

interval of differences is small. In terms of the ratio of (1.96 SD of differences/average 

concentration of the two methods), Bland-Altman analysis shows that, the relative half 

intervals of LoA are quite small for tNAA and tCho usually with the level of 10%, and 
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relatively small for Ins with the level of 20%, but larger for Glx with the level of 30%, and the 

largest for GSH with the level of 50%.  

The Pearson correlation coefficients also show the similar results with Bland-Altman 

analysis, that is, the quantification values of tCho, tNAA and Ins are highly or moderately 

correlated between the two methods, but those of Glx and GSH are not. The low degrees of 

agreement for Glx and GSH maybe due to that the chemical shifts of the two metabolites are 

too close to separate from each other at 3 T. 

The reasonability analysis of the quantification shows that QNet seems usually more 

reasonable than LCModel, since the values measured by QNet are more likely to be within 

the normal ranges or closer to the mean values. The boxplots show that the tNAA values are 

very similar between the two methods, and as well the values of tCho and Ins are similar. 

There are limitations in this study. First, it is very difficult to detect the true values of the 

brain metabolite levels of in vivo, since the metabolite signals are very weak, and what is 

more, many of the MRS peaks overlap with each other at 3 T. Therefore, it is hard to tell 

which method is more accurate if there are differences between methods. Second, the sample 

size may not be sufficient to fully represent all possible measurement scenarios, and there is 

no patient data to fully evaluate the two methods. Future work may increase the sample size 

and diversify the subjects. 

5. Conclusion 

This study used the cloud computing platform CloudBrain-MRS to assess the consistency 

and compare the reasonability of the two methods QNet and LCModel for MRS 

quantification of five major metabolite (tNAA, tCho, Glx, Ins and GSH) concentrations 
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relative to tCr. All the analyses of Bland-Altman, Pearson correlation and reasonability 

demonstrate that the two methods have small differences or highly to moderately correlate for 

the quantification of tNAA, tCho, and Ins, which means the two methods may be used 

interchangeable for the quantification of these three metabolites after removal of the 

systematic differences. In addition, QNet are usually more reasonable than LCModel 

according to the reported normal metabolite ranges. Therefore, the deep learning method 

QNet may be a good alternative MRS quantification method. In addition, the highly efficient 

platform CloudBrain-MRS streamlines the usage of the quantification methods QNet or 

LCModel, which can further facilitate the clinical application of MRS. 
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Table 1 

The Bland-Altman analysis and Pearson correlation coefficients r of the relative 

concentrations from the two methods applied to the data from Philips Ingenia. 

Metabolite tNAA/tCr tCho/tCr Glx/tCr Ins/tCr GSH/tCr 

Bias  0.020 -0.028 -1.124 0.033 -0.096 

Average 1.139 0.282 1.805 0.891 0.288 

Bias/average (%) 1.74 -10.03 -62.30 3.74 -33.44 

Upper LoA 0.164 -0.007 0.691 0.204 0.023 

Lower LoA -0.124 -0.050 -1.558 -0.138 -0.216 

1.96 SD 0.144 0.021 0.433 0.171 0.120 

1.96 SD/average (%) 12.64 7.45 24.00 19.19 41.67 

r 0.767** 0.893** 0.246 0.502** 0.340** 

Note: tNAA = total N-acetylaspartate, tCho = total choline, Glx = glutamate + glutamine, 

Ins = inositol, GSH = glutathione, tCr = total creatine, LoA = limits of agreement. Bias is the 

average of the differences of the two methods. Average is the average concentration of the 

two methods of all subjects in the sample. SD is the standard deviation of the differences of 

the two method, and thus 1.96 SD is the half interval of LoA. r is Pearson correlation 

coefficient. ** is the correlation with p < 0.01.  
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Table 2 

The Bland-Altman analysis and Pearson correlation coefficients r of the relative 

concentrations from the two methods applied to the data from Philips Achieva. 

Metabolite tNAA/tCr tCho/tCr Glx/tCr Ins/tCr GSH/tCr 

Bias  0.048  -0.025  -0.760  0.073  -0.114  

Average 1.194  0.268  1.696  0.846  0.281  

Bias/average (%)  4.02  -9.34  -44.81  8.63  -40.57  

Upper LoA 0.159  -0.012  -0.383  0.208  0.021  

Lower LoA -0.062  -0.037  -1.136  -0.061  -0.249  

1.96 SD 0.111  0.013  0.377  0.135  0.135  

1.96 SD/average (%) 9.26 4.67  22.20  15.91  48.04  

r 0.811** 0.946** 0.379** 0.418** 0.329* 

Note: tNAA = total N-acetylaspartate, tCho = total choline, Glx = glutamate + glutamine, 

Ins = inositol, GSH = glutathione, tCr = total creatine, LoA = limits of agreement. Bias is the 

average of the differences of the two methods. Average is the average concentration of the 

two methods of all subjects in the sample. SD is the standard deviation of the differences of 

the two methods, and thus 1.96 SD is the half interval of LoA. r is Pearson correlation 

coefficient. ** is the correlation with p < 0.01. * is the correlation with p < 0.05. 
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Table 3 

The Bland-Altman analysis and Pearson correlation coefficients r of the relative 

concentrations from the two methods applied to the data from both scanners. 

Metabolite tNAA/tCr tCho/tCr Glx/tCr Ins/tCr GSH/tCr 

Bias  0.035 -0.025 -0.948 0.073  -0.102 

Average 1.168  0.274  1.752  0.871  0.283  

Bias/average (%)  2.998  -9.124  -54.125  8.386  -36.042  

Upper LoA 0.170  0.010  -0.405  0.216  0.024 

Lower LoA 0.099  -0.041  -1.491  -0.106  -0.228 

1.96 SD 0.036  0.026  0.055  0.055  0.126  

1.96 SD/average (%) 3.041  9.307  31.002  18.495  44.523  

r 0.775** 0.927** 0.090 0.469** 0.322** 

Note: tNAA = total N-acetylaspartate, tCho = total choline, Glx = glutamate + glutamine, 

Ins = inositol, GSH = glutathione, tCr = total creatine, LoA = limits of agreement. Bias is the 

average of the differences of the two methods. Average is the average concentration of the 

two methods of all subjects in the sample. SD is the standard deviation of the differences of 

the two methods, and thus 1.96 SD is the half interval of LoA. r is Pearson correlation 

coefficient. ** is the correlation with p < 0.01. 
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Fig. 1.  Setup on the panel of CloudBrain-MRS at http://csrc.xmu.edu.cn/CloudBrain.html. 

This figure is a screenshot from CloudBrain-MRS 
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Fig. 2.  The fitting spectra and their residuals of LCModel (left) and QNet (right) from a 

subject spectrum. This figure is a screenshot from CloudBrain-MRS 
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Fig. 3.  Bland-Altman analysis for the 61 spectra acquired by scanner Philips Ingenia 

between QNet and LCModel for quantification of the five metabolites relative to tCr of tNAA, 

tCho, Glx, Ins, and GSH. A box indicates a spectrum in the sample. The sub-figures were 

produced by the CloudBrain-MRS. tNAA = total N-acetylaspartate, tCho = total choline, 

Glx = glutamate + glutamine, Ins = inositol, GSH = glutathione, tCr = total creatine 

 

Note: (1) On the y axis, “QNet – LCModel” 

denotes the difference of the two measurements; 

(2) On the x axis, “(QNet + LCModel)/2” denotes 

the average of the two measurements; (3) Solid 

line is drawn at the bias, or mean of the 

differences; (4) Two dashed lines are drawn at 

the limits of agreement defined as mean ± 1.96 

SD of the differences; (5) “[p=#]” after the bias is 

the p-value of the Shapiro-Wilk normality test of 

the differences; (6) “within #%” means the 

percent of the data points lie within the limits. 
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Fig. 4.  Bland-Altman plots for the 46 spectra acquired by scanner Philips Achieva between 

QNedt and LCModel for quantification of the five metabolite concentrations relative to tCr of 

tNAA, tCho, Glx, Ins, and GSH. A box indicates a spectrum in the sample. The sub-figures 

were produced by the CloudBrain-MRS. tNAA = total N-acetylaspartate, tCho = total 

choline, Glx = glutamate + glutamine, Ins = inositol, GSH = glutathione, tCr = total creatine 

  

Note: (1) On the y axis, “QNet – LCModel” 

denotes the difference of the two measurements; 

(2) On the x axis, “(QNet + LCModel)/2” denotes 

the average of the two measurements; (3) Solid 

line is drawn at the bias, or mean of the 

differences; (4) Two dashed lines are drawn at the 

limits of agreement defined as mean ± 1.96 SD of 

the differences; (5) “[p=#]” after the bias is the 

p-value of the Shapiro-Wilk normality test of the 

differences; (6) “within #%” means the percent of 

the data points lie within the limits. 
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Fig. 5.  Reasonability analysis illustrated by boxplots of the metabolite concentrations 

estimated by QNet (blue) and LCModel (green) for the spectra acquired by both scanners. 

The sub-figures were produced by the CloudBrain-MRS. tNAA = total N-acetylaspartate, 

tCho = total choline, Glx = glutamate + glutamine, Ins = inositol, GSH = glutathione, tCr = 

total creatine 
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